The "telepress" system for self-measurement and monitoring of blood pressure (the "SHAHAL" experience in Israel).
No "white coat" effect contaminated the validity of measurements in 30 participants in a "Telepress" program, in which subscribers to a telecardiologic facility transtelephonically transmit their self-measured blood pressure values.